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ABSTRACT
PURPOSE: To validate the estimation of corneal
aberrations from videokeratography against a
laser ray tracing technique that measured total eye
aberrations, in eyes without keratoconus (ie,
cornea-dominated wave aberrations).
METHODS: We measured total and corneal wave
aberrations of three eyes diagnosed with kerato-
conus by slit-lamp microscopy and corneal topogra-
phy: two eyes from one patient with early kerato-
conus and one eye with more advanced kerato-
conus. Total aberrations were measured with laser
ray tracing. Corneal aberrations were obtained
from corneal elevation data measured with a
corneal videokeratoscope using custom software
that performs virtual ray tracing on the measured
front corneal surface.
RESULTS: The keratoconus eyes showed a dra-
matic increase in aberrations (both corneal and
total) particularly coma-like terms, which were 3.74
times higher on average than normal. Anterior
corneal surface aberrations and total aberrations
were similar in keratoconus. This similarity was
greater for the early keratoconus patient, suggest-
ing a possible implication of the posterior corneal
surface in advanced keratoconus.
CONCLUSIONS: The similarity found between
corneal and total aberration patterns in kerato-
conus provided a cross-validation of both types of
measurements (corneal topography and aberrome-
try). Both techniques were useful in diagnosing and
quantifying optical degradation imposed by kerato-
conus. [J Refract Surg 2002;18:267-270]
Although the presence of optical imperfectionsin the eye beyond conventional refractiveerrors (known as optical aberrations) have
been noticed for more than a century1, it is only in
the last few years that they have been considered
from a clinical perspective. Interest has been gener-
ated from evaluation of refractive surgery outcomes,
and by the increasing possibilities of correcting
(through surgery or other means) high order
errors.2-4 Corneal topography systems are widely
used in the clinic, and in particular, corneal aberra-
tions have been measured following refractive
surgery, and the results have been correlated to
visual performance.5,6 However, the optical quality
of the human eye is determined by the optical prop-
erties of both the cornea and the lens, as well as
their relative alignment and the position of the
pupil.7 For this reason the measurement of total
aberrations provides the most complete description
of the image forming properties of the eye. Several
types of aberrometers8-10 have been used to assess
ocular aberrations in normal eyes and following
refractive surgery.11-13,15 Undoubtedly the combina-
tion of information provided by corneal topography
and aberrometry provides interesting insight into
the properties of individual ocular components.14,15
However, both techniques rely on different princi-
ples. Typical corneal topographers project a Placido
disk (a set of concentric rings) onto the anterior sur-
face of the cornea. Corneal elevation maps are
obtained from the distortions of the reflected rings.16
The aberrations caused by the front surface of the
cornea are then computed by theoretical ray
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tracing.17,18 However, typical aberrometers measure
the deviations of beams projected onto the retina
through different pupil locations (ie, laser ray trac-
ing19, spatially resolved refractometry10, or
Tscherning’s aberroscope20), or analyze the wave-
front as it emerges out of the eye (ie, Hartmann-
Shack9). Factors affecting resolution and accuracy
are different across methods (videokeratography
and aberrometry). Whereas the wave aberration is
computed directly from a set of ray aberrations, the
corneal heights are computed from the ring posi-
tions and surface location measured from the video
images.16 Total aberrations are measured directly,
whereas some assumptions (ie, index of refraction)
are needed to compute corneal aberrations. Prior to
comparing total and corneal aberrations, it seems
necessary to prove that both techniques are directly
comparable. The ideal test are eyes where total and
corneal aberrations should be identical, or at least
eyes where total aberrations are dominated by the
aberrations of the front surface of the cornea. An
approximate model of the first case is an aphakic
eye. An approximate model of the second is an eye
with keratoconus. Given the distinct nature of the
two cases, we treat them separately. In this paper,
we studied the keratoconus case. 
The front surface of the cornea is the major
refractive component in the eye, and it is strongly
distorted in eyes suffering from keratoconus.21,22
Important similarities are therefore to be expected
between anterior corneal aberration and total aber-
ration patterns. Furthermore, this comparison can
be a good cross-validation of the two techniques
used in this study: 1) Computation of anterior
corneal aberrations by simulated ray tracing on
corneal elevation maps as measured by a Humphrey
Atlas corneal videokeratoscope, and 2) laser ray
tracing measurements of ocular aberrations.
Although presumably relatively small in conven-
tional keratoconus, the crystalline lens and posteri-
or corneal surface play a role in overall image qual-
ity.14,23 This indicates that the measurement of total
aberrations may have advantages over the mea-
surement of just anterior corneal aberrations, allow-
ing a better comparison with visual performance.
For example, posterior keratoconus, characterized
by a conical protrusion of the posterior corneal cur-
vature, a thinned stroma, and non-protruding ante-
rior surface24 could be detected measuring the total
aberrations, while anterior aberrations would
appear as normal. A lack of correspondence between
total and anterior corneal aberrations in a diag-
nosed keratoconus may well be indicative of an
involvement of the posterior corneal surface.
PATIENTS AND METHODS
Total and corneal aberrations were measured on
three eyes from two patients: both eyes of patient A
(female, age 34) and the right eye of patient B
(female, age 40). The three eyes were diagnosed
with keratoconus by slit-lamp microscopy, corneal
topography, presence of high astigmatism, and
reduced visual acuity, being in an early stage for
patient A and more advanced in patient B.
Videokeratography (Humphrey-Zeiss Mastervue
Atlas Corneal Topography system, San Leandro,
CA) was used during the experimental sessions.
Figure 1 shows topographic power maps, revealing
corneal inferior steepening in all eyes within ranges
reported in the literature as indicative of kerato-
conus.21,25,26 Patient A’s autorefractometer refraction
was -2.50 -2.50 x 35° (OD) and -2.00 -2.00 x 125°
(OS). Best spectacle-corrected visual acuity
(BSCVA) was 20/50 OD and 20/40 OS. Patient B’s
refraction was -5.25 -5.25 x 33° (OD), with a BSCVA
of 20/100. The two types of measurements (corneal
and total aberrations) were performed in the same
experimental session, after recent clinical
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Figure 1. Topographic maps of dioptric power
for the three keratoconus eyes in the study.
Contour lines are plotted every 1 diopter.
screening. Pupils were dilated with one drop of
tropicamide 1%. The patients signed informed con-
sent forms approved by institutional ethical com-
mittees. 
Total aberrations were measured using a laser
ray tracing technique. This method has been
described in detail.8-11 In brief, a set of 37 parallel
laser pencils (543 nm HeNe laser) sample the pupil
sequentially following a hexagonal pattern. A full
scan takes ~4 seconds. This technique has had sim-
ilar results and variability as other techniques such
as Shack-Hartman and the Spatially Resolved
Refractometer.27 Simultaneously, the corresponding
retinal images are projected onto a high-resolution
CCD camera. Figure 2A shows the set of retinal
images for one of the runs recorded in a keratoconus
eye (Patient A, OS). The location indicates the cor-
responding entry pupil position. Measurements
were done over a 6.51-mm effective pupil diameter
for patient A (step-size = 1 mm) and 5.5 mm for
patient B (step-size=0.8 mm). We had to reduce
slightly the sampled area due to the large amount of
aberrations present in patient B. Even with best
spherical and cylindrical correction, the aerial
images for the most eccentric locations of the
6.51-mm pupil did not fit in the CCD array. Figure
2B shows a joint plot of the centroids of those
images (spot diagram). The deviation of each cen-
troid from the principal ray (or centroid of the reti-
nal image of the ray passing through the pupil cen-
ter) is proportional to derivate (slope) of the wave
aberration at the corresponding pupil location. This
set of values was fit to the derivatives of a 7th order
Zernike expansion (35 Zernike coefficients).
A session consisted of five runs (37 images each).
All the measurements were foveal. The pupil was
continuously monitored with an IR system, and the
subjects were stabilized by means of a forehead rest
and dental impression, to ensure proper centration
and to facilitate positioning reproducibility. Corneal
elevation maps were obtained from each eye, using
the Mastervue Corneal Topography System. Except
for initial control experiments, only one map was
captured per eye. The patient fixated foveally, and
stabilization was achieved by chin and forehead
rests.
The output text files included axial and radial
positions, height and curvature data, all obtained
from videokeratography images by an arc step
reconstruction method.16 These data were processed
in Matlab (Mathworks, Natik, MA). Points outside a
10-mm region were rejected, since they were usual-
ly covered by eyelids or subject to distortion. Polar
coordinates were transformed into cartesian coordi-
nates, and the data were interpolated to achieve a
rectangular sampling. The corneal height surface
was fit to a 7th order Zernike polynomial expan-
sion.28 Figure 3A shows a typical corneal elevation
map in a keratoconic eye (Patient A, OS). In order to
show the irregularities, we subtracted the first six
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Figure 2. A) Set of retinal images, captured by the high resolution
CCD in laser ray tracing as a function of entry pupil location, for
patient A, OS. Each retinal aerial image is located at the corre-
sponding entry pupil location. Pupil effective diameter was 6.51 mm.
B) Spot diagram, ie, joint plot of the angular ray deviation (in arcmin)
from the principal ray (ray passing through the pupil center). These
deviations are calculated from the centroids of the retinal images
shown in A.
terms of Zernike polynomial fit to the height data
from the raw height data.29 First derivatives in x
and y, and second cross derivatives in xy from the
corneal surface were also computed. These data are
the input for the optical design program, Zemax V.9
(Focus Software, Tucson, AZ), used to perform a vir-
tual ray tracing simulation. We simulated a set of
parallel light pencils ( = 543 nm) coming from
infinity, sampling 64 x 64 points of the corneal sur-
face (in a rectangular grid). The indices of refraction
were taken as that of the air and the aqueous humor
(1.3391). Figure 3B shows the simulated spot dia-
gram for the example shown in Figure 3A. The
corneal wave aberration was described as a 7th
order Zernike polynomial expansion and evaluated
at the plane of best focus. Unlike the laser ray trac-
ing measurements (where the reference was the
pupil center), corneal topography typically uses the
corneal reflex for alignment. The system does not
allow acquisition of out-of-focus images, so images
with centration errors of more than about 0.25 mm
were not captured. Proper alignment of corneal and
total wave aberration is necessary for direct com-
parison.30 To compensate for possible shifts in the
reference axis, we developed custom software to
locate the pupil position that produced minimum
difference of corneal to total aberrations. Corneal
aberrations were computed over a large pupil diam-
eter (10 mm) and re-computed over a smaller pupil
(matching the pupil size of total aberration mea-
surements), moving the center over a 1-mm square
region around the position of the corneal reflex, at
0.1-mm steps. A difference total-corneal map was
computed for each pupil location. This surface
showed a minimum, typically slightly decentered
from the corneal reflex. Independent observations of
the corneal reflex relative to the pupil center31 per-
formed on control subjects show that this procedure
identifies the pupil center (inaccessible otherwise
from the corneal topography images). 
Even if the decentration between the corneal
reflex and pupil center are corrected, there is still a
tilt between the keratometric axis, used in video-
keratography, and the line of sight, used in laser ray
tracing. This angle can be computed from the dis-
tance between the corneal intersect of the kerato-
metric axis and corneal sighting center (intersection
of line of sight with anterior corneal surface) and the
distance from the fixation point to front corneal sur-
face, 148.3 mm in our videokeratoscope (Steve
Kaatmann, Zeiss Humphrey Systems, personal
communication). As the position of corneal sighting
center was not available in our patients, we
assumed the average value reported by Mandell and
colleagues32 (0.38 ± 0.10 mm, across 20 normal
eyes). With these values, we computed a corneal tilt
of ~0.15°, which we neglected in further computa-
tions. For the eye of patient B we found that, con-
sidering this average tilt, root mean square changed
only by 2.6% (aphakic eye) for 3rd order terms, and
0.6 % for spherical aberration.
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Figure 3. A) Residual height map of patient A, OS. A Zernike poly-
nomial fitting (up to the 2nd order) has been substracted from raw
height data in order to enhance relevant features.29 B) Spot diagram
obtained by virtual ray tracing on corneal height data (Patient A,
OS). Stop pupil diameter was 6.51 mm after appropriate centration.
We analyzed individual Zernike terms to compare
the corneal and total aberrations. Root mean square
wavefront error (RMS) was used as an optical qual-
ity metric.
RESULTS
Figure 4 shows total (upper row) and corneal
(lower row) wave aberration maps for patients A
(OD and OS) and patient B (OD). Contours have
been plotted at 1-µm intervals. Pupil sizes are
6.51 mm for patient A and 5.5 mm for patient B. The
gray scale for corneal and total aberrations is the
same for each patient. Tilt and defocus have been
cancelled in all eyes. There is good correspondence
between corneal and total wavefront maps. Peak-to-
valley values are double in patient B than in
patient A. 
Figure 5 compares corneal (open diamonds) and
total (solid circles) Zernike coefficients for each eye,
following the ordering and notation recommended
by the Optical Society of America Standard
Committee.33 For patient A, there is good correspon-
dence between total and corneal aberrations. In
both eyes of this patient, the dominant aberration is
the coma term Z3
-1, which is higher than astigma-
tism. The dominance of coma is also evident in the
wave aberration plots.
The largest difference between total and corneal
aberration for patient A was found for spherical
aberration (coefficient of Z4
0 element). For the right
eye, corneal and total spherical aberration have a
different sign and show a total difference of 0.74 µm,
whereas for the left eye corneal spherical aberration
exceeds total spherical aberration by 0.55 µm. This
indicates a compensation of corneal spherical aber-
ration by spherical aberration of the crystalline
lens. This balance of spherical aberration is a com-
mon finding in normal eyes.14,34,35 Although the pro-
gressive disease seems to affect high order terms
(particularly coma) of both corneal and total aberra-
tions, it does not seem to modify the amount of
spherical aberration (Z4
0).
In patient B, the correspondence between corneal
and total Zernike terms is worse than for patient A.
Some exceptional terms show large differences.
Major differences are found in astigmatic term Z2
-2
(4.58-µm difference), third order term Z3
3 (0.63 mm)
and 4th order term Z4
-4 (1.15 µm). In this subject,
astigmatism is the dominant term, followed by
coma. 
For the sake of clarity, error bars have not been
plotted in Figure 5. Control experiments performed
in one patient show a mean standard deviation of
0.08 µm for the corneal Zernike coefficients (aver-
aged across terms, excluding tilts and defocus). The
mean standard deviation for the total Zernike coef-
ficients (averaging across the three eyes and coeffi-
cients) was 0.13 µm.
The Table shows the RMS for different terms and
orders evaluated for the three eyes. There is a clear
predominance of 3rd order (coma-like) terms, both
in corneal and total aberration. In terms of variance
(squared RMS), they represent 61% (70.72% for
patient A and 41.53% for patient B) of the aberra-
tion (excluding tilt and defocus, but including astig-
matism). Excluding astigmatism, coma-like terms
represent 90.85% of the variance. Mean 3rd order
aberration (2.02 ± 0.41) in this group of keratoconus
eyes exceeds by a factor of 3.74 the average 3rd
order aberration (0.54 ± 0.30) of a group of normal
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Figure 4. Wave aberration patterns (without
tilts and defocus) in the three measured eyes,
for total aberrations (upper row) and corneal
aberration (lower row). Contour lines are plot-
ted every 1 µm. The gray scale pattern repre-
sents wave aberration heights in microns.
Diameters were 6.51 mm in patient A and
5.51 mm in patient B.
eyes. This control group of 22 eyes from 12 subjects
was within similar age range (28 ± 5 yr) and within
similar refractive errors (-6.42 ± 2.50 D sphere).11
DISCUSSION
Corneal and total aberrations were estimated in
three eyes, all diagnosed with keratoconus at differ-
ent stages of disease. We found good correspondence
between corneal and total aberrations, particularly
in both eyes of patient A, indicating that the overall
aberration pattern is dominated by the front corneal
surface, and that both methods are able to capture
similarly the distortions produced by the irregular
cornea. Our results show that the Humphrey
Mastervue Atlas corneal topography system and
laser ray tracing are both adequate tools to analyze
optical quality in keratoconus. As reported36, image
degradation in keratoconus is mainly due to an
increase in higher order aberrations, particularly
coma. In the three affected eyes from this study,
third order aberrations increased by a factor of 4.24,
2.87, and 4.13, respectively, with respect to normal
eyes.11
In these eyes with abnormally high order aberra-
tions, both techniques provided good results (valid
topography data and good quality retinal images in
laser ray tracing). Both techniques failed in two
eyes with a highly advanced stage of keratoconus
(one patient scheduled for keratoplasty, not shown
here). In these eyes, the videokeratographic images
were so distorted that the commercial software did
not accept the data. Many of the laser ray tracing
aerial retinal images were highly diffused (probably
due to corneal scarring), and even after compensa-
tion of spherical error they did not fit within the
CCD area. There are many differences inherent to
the techniques under use, nevertheless the similar-
ity of the corneal and total aberration pattern is
high, at least for patient A. The accuracy of the mea-
surements is determined by different factors. The
fact that despite these differences the results are
similar indicate that these factors do not seem to be
essential. Studies of the accuracy of corneal topog-
raphy devices show that they can measure to a root
mean square error of 3.7 ± 0.7 µm, at least regular
surfaces (5.4-mm radius aspheric surfaces).37 It may
be argued that errors may arise from smooth
Zernike fitting to the corneal heights.
To test the limitations of the polynomial smooth-
ing of the surface in the patients in this study, we fit
the corneal heights to Zernike polynomials of
increasing order (5th through 10th order) and com-
puted the corresponding root-mean-square fitting
errors. We observed that little further improvement
was found using expansions of orders higher than
6th. This agrees with previous studies that showed
that the optimal number of Zernike terms to fit the
corneal surface depends on the actual corneal
shape, and it is not necessarily the highest order
expansion.38 We fit the corneal surface to a 7th order
polynomial expansion. For patient A, the root mean
square fitting error was 0.95 µm OD and 0.74 µm
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Figure 5. Total (solid circles) and corneal (empty diamonds)
aberrations for A) Patient A, OD, B) Patient A, OS, and C) Patient B,
OD. Notation follows the OSA Standard Committee's
recommendations.33
OS. For patient B, the fitting error (3.76 µm) was of
the same order than the nominal accuracy of the
device. Increasing the Zernike expansion up to the
10th order only reduced this error to 3.52 µm. This
finding suggests that this amount of aberrations
may set a limit where a Zernike polynomial expan-
sion to the surface can be a good approximation.
For patient A, accuracy of corneal aberration
computation is clearly limited by the topographer,
not by the fitting algorithm. To evaluate the influ-
ence of topography measurement accuracy on
corneal aberration errors, we simulated a corneal
surface with data randomly separated from the orig-
inal topography data (patient A, left eye) by a mean
value of 3.7 µm. We obtained a wavefront average
error of 0.005 µm. This wavefront error is lower
than run-to-run variability and total wave aberra-
tion errors. The Zernike polynomial fit to the 7th
order seems to be an appropriate description of
wavefront data (both corneal and total). Sampling
density in the ray tracing simulation was 4096, but
we also tried denser sampling (16384 and 65536)
and the differences that we found were negligible. A
much sparser sampling (37) was used in laser ray
tracing experimental measurements of total aberra-
tions, and nevertheless we found consistent results.
This suggests that the major aberrations present in
keratoconus do not require a dense sampling to be
captured. 
Our centration algorithm allows direct compari-
son of corneal and total aberration maps, both cen-
tered with respect to the pupil center. Previous stud-
ies32 found a mean distance (in 20 eyes) between
corneal sighting center (pupil center in the cornea)
and videokeratography map center of 0.38 ±
0.1 mm. For the eyes shown in this study, we found
a mean distance between corneal reflex and pupil
center of 0.5 ± 0.1 mm, and 0.6 ± 0.5 mm for a larg-
er population of 89 eyes on which we used the same
procedure. These slightly higher differences could
be due to the fact that dilated eyes increase pupil
center shift by about 0.2 mm on average.39,40
In summary, we have crossed-validated two tech-
niques for measuring corneal and total aberrations
with tests on eyes with keratoconus. They have
proved powerful to detect and quantify the aberra-
tions in moderate keratoconus. The data on patient
B probably sets a limit where the assumptions of the
techniques are valid to provide valid quantitative
data. Zernike polynomial corneal height fitting
error equals the accuracy of the corneal topography
device, and we had to use a smaller pupil diameter
in the laser ray tracing system to capture the entire
set of retinal images. Measurements in a very
advanced keratoconus failed with both instruments.
Finally, part of the differences found between spe-
cific terms of corneal and total aberrations in
patient B might have been caused by the posterior
corneal surface being affected in advanced kerato-
conus.22 In this regard, measurement of overall
aberrations has advantages over corneal topogra-
phy, since it allows capturing possible alterations of
the posterior corneal surface. Since they contain
information of all optical components (including the
crystalline lens) they provide the most complete
description of the imaging properties of the eye.
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Table
Root Mean Square (RMS) and Zernike Corneal and Total Terms (µm)
Patient A (OD) Patient A (OS) Patient B (OD)
Total Corneal Total Corneal Total Corneal
Z2-2 1.58 1.73 -0.64 -0.85 -2.1 -5.24
Z2+2 0.01 -0.22 0.44 0.34 -0.6 -0.66
RMS 2nd to 7th order (except defocus) 2.84 3.55 1.8 2.3 3.25 7.1
RMS 3rd order 2.29 2.95 1.55 1.99 2.23 4.26
RMS 3rd and higher orders 2.36 3.09 1.62 2.11 2.4 4.46
RMS 4th order 0.46 0.77 0.35 0.66 0.33 1.24
RMS 5th and higher orders 0.38 0.52 0.28 0.27 0.82 0.38
Variance* 3rd * 100
Variance 2nd and higher (no defocus) 64.9 69.1 74.1 74.9 47.1 36
Variance 3rd * 100
Variance 3rd and higher 94.1 91.1 91.6 89 86.3 93
*Variance is square of RMS
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Fig 3A, what do the shadings mean since
there is no calibration given.
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